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Defect free masks remain one of the most significant challenges facing the commercialization of extreme
ultraviolet (EUV) lithography. Progress on this front requires high-performance wavelength-specific me-
trology of EUV masks, including high-resolution and aerial-image microscopy performed near the
13:5nm wavelength. Arguably the most cost-effective and rapid path to proliferating this capability
is through the development of Fresnel zoneplate-based microscopes. Given the relative obscurity of such
systems, however, modeling tools are not necessarily optimized to deal with them and their imaging
properties are poorly understood. Here we present a modeling methodology to analyze zoneplate micro-
scopes based on commercially available optical modeling software and use the technique to investigate
the imaging performance of an off-axis EUV microscope design. The modeling predicts that superior per-
formance can be achieved by tilting the zoneplate, making it perpendicular to the chief ray at the center of
the field, while designing the zoneplate to explicitly work in that tilted plane. Although the examples
presented here are in the realm of EUVmask inspection, the methods described and analysis results are
broadly applicable to zoneplate microscopes in general, including full-field soft-x-ray microscopes rou-
tinely used in the synchrotron community. © 2011 Optical Society of America
OCIS codes: 050.1965, 090.1970, 110.0180, 110.7440, 120.4820, 260.7200.

1. Introduction

Defect free masks remain one of the most sig-
nificant challenges facing the commercialization of
extreme ultraviolet (EUV) lithography. Given the
wavelength-specific response of multilayer-coated
and patterned reflective masks, progress in mask
defect detection, mitigation, and repair all require
high-performance at-wavelength metrology of EUV
masks and in particular at-wavelength aerial-image
microscopy.

Arguably the most cost effective and rapid path to
proliferating this capability is through the develop-
ment of Fresnel zoneplate based microscopes. The
reason for this is that the system is relatively simple,
with the imaging path being comprised of a single,
diffractive, high-magnification objective lens that is
submillimeter in dimension. Successful examples of
such tools are the SEMATECH Berkeley Actinic
Mask Inspection Tool (AIT), which has proven the

utility of such a concept [1], and the EUV microscope
developed by Colorado State University, which has
demonstrated a stand-alone prototype [2]. Given the
relative obscurity of such systems, however, their
imaging properties are arguably poorly understood.

Here we present a modeling methodology to ana-
lyze zoneplate microscopes based on commercially
available optical modeling software, and use the
technique to investigate the imaging performance
of an off-axis EUV microscope design nominally
matching that of the AIT. This analysis method has
also recently been used to develop an optimized
alignment procedure for the AIT [3]. Although the
motivation presented here is in the realm of EUV
mask inspection, the methods described and analysis
results are applicable to zoneplate microscopes in
general, including full-field soft-x-ray microscopes
routinely used in the synchrotron community [4–6].

2. System Description

A typical system configuration for an EUV mask mi-
croscope is shown in Fig. 1. Note that, for clarity, the
distances and angles are not to scale, and only the

0003-6935/11/203678-07$15.00/0
© 2011 Optical Society of America

3678 APPLIED OPTICS / Vol. 50, No. 20 / 10 July 2011



chief illumination ray is shown. In practice, the chief
illumination ray angle of incidence (AOI) is set to the
same AOI as used in the lithography tool, which is
currently 6°. The zoneplate is mounted parallel to
the mask, meaning that the chief ray also strikes
the zoneplate at an AOI of 6°. Furthermore, the zo-
neplate is designed to work off axis such that the
first-order imaging beam is bent back by 6° to exit
the zoneplate perpendicular to its surface and that
of the mask. Thus the chief ray leaves the zoneplate
perpendicular to the surface [1]. The off-axis design
is achieved by placing the zoneplate, which can be
described as a hologram of a point source, onto a spa-
tial carrier, in other words, making an off-axis holo-
gram of a point source. An equivalent description is
that the off-axis zoneplate is a displaced subaperture
of a larger, on-axis parent zoneplate.

The benefit of the off-axis configuration is that it
separates the zeroth order from the first diffracted
order at the CCD without the use of an order sorting
aperture. This simplifies the design and optimizes
imaging contrast. A drawback of the off-axis config-
uration, however, is that the dispersion is increased
and a narrower bandwidth illumination must be
used to avoid chromatic blur. The increase in disper-
sion comes from the fact that the nominal pitch of the
zoneplate is decreased relative to an equivalent NA
on-axis zoneplate. Another way to look at this is to
note that the role of the carrier is to bend the nominal
beam by an angle equal to the AOI. Noting that the
actual diffraction angle provided by the carrier will
be directly proportional to the wavelength, we can
easily predict the induced blur in the direction of
the carrier to be

Blur ¼ Δλ
λ θf ; ð1Þ

where θ is the AOI in radians and f the focal length of
the zoneplate. Note that the blur in Eq. (1) is in ad-
dition to the conventional chromatic aberrations as-
sociated with diffractive optics and simply a result of
the off-axis carrier. This blur goes to zero when the
carrier (or θ) is set to zero, which corresponds to a
conventional on-axis zoneplate. Given a focal length
of 1mm and an AOI of 6°, placing a 10nm limitation
on the blur would correspond to a bandwidth require-
ment of 0.01% (1 part in 10,000). This is significantly
smaller than the intrinsic multilayer bandwidth and,
in most cases, would require the implementation of a
monochromator. While this is of little concern for
high-power synchrotron implementations, it poses
significant challenges for application of the techni-
que using most stand-alone sources [7–9]. The excep-
tion to this statement is the EUV laser [10], which
does provide sufficiently narrow bandwidth.

As with any optical system, the magnification is
the ratio of the image-plane distance to object-plane
distance. In practice, EUV mask microscope systems
strive for magnification ratios of the order of 1000.
For a typical AIT configuration, this translates to
a zoneplate distance of approximately 1mm and a
CCD distance of approximately 680mm.

3. Modeling Methodology

The optical system modeling method presented here
is based on ZEMAX [11], however, the method should
be readily applicable using other optical modeling
packages. The system is modeled in reverse, with
the object plane in the model being the CCD and the
image plane being the mask. All subsequent refer-
ences to these terms will follow this convention.
Following the AIT configuration, and the model con-
vention, the object-side chief ray is perpendicular to
the zoneplate. The distance from the object plane to
the zoneplate is 680mm and the distance from the
zoneplate plane to the image plane is approximately
1mm. Since the AIT is designed to emulate lithogra-
phy tools with 4× demagnification and NA values of
0.25 and higher, we use a mask-side (image-plane)
NA value of 0.0625. The zoneplate lens is modeled as
an ideal thin phase plane with the phase being that
of an off-axis sphere. The sphere radius is set to 1mm
and the pupil offset is 105 μm. The offset is deter-
mined based on the target angle at the mask (6°)
and the working distance. In defining the zoneplate
this way, we accurately model the wavefront in the
first diffracted order, including the spatial carrier,
but neglect the other diffraction orders. The system
parameters are summarized in Table 1. If, on the
other hand, we were to model a system where back-
ground order contamination is important, we could
account for the contamination as flare with little loss
of generality.

Fig. 1. (Color online) Schematic of typical system configuration
for an EUV mask microscope. Distances and angles are not to
scale. Only the chief illumination ray is shown.
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4. Field-Dependent Aberrations

Figure 2(a) shows a portion of the optical model,
zoomed in to the zoneplate and image-plane (mask)
region. Three field points are included: one on axis
and the other two at �4 μm in the y direction at the
image plane, respectively. The expected 6° deflection
and focusing of the rays is observed. Zooming in even
more tightly to the image-plane region [Fig. 2(b)], it
is evident that the off-axis zoneplate suffers from a
tilted image plane, creating a focus shift across the
field. A similar view can be obtained for the x axis
of the image plane [Fig. 2(c)], where we see no evi-
dence of field tilt.

To get a better idea of the imaging performance, we
next consider through-focus spot diagrams for five
field points of interest (Fig. 3). The field positions
called out in Fig. 3 are in object space and thus

680 times larger than the field position mentioned
above. As indicated by the tilted field in Fig. 2,
analysis of the circle of least confusion shows ap-
proximately 1 μm of focus shift at the off-axis posi-
tions in the y direction (at �4 μm). We also see
evidence of significant levels of astigmatism as we
move off axis. For y displacements, we see 0° astig-
matism, and, for x displacements where there is no
field tilt, we observe 45° astigmatism of comparable
magnitude to the 0° astigmatism observed with y
field displacement.

More careful analysis of the optimal circle of least
confusion performance reveals a field tilt of 12:2° in
the y direction. This value is significantly higher
than one might expect based on the geometrical
change in effective image distance as we move off
axis. Starting with a nominal field offset of 105 μm
and nominal image to zoneplate plane separation
of 1mm, it is simple to show that changing the field
offset to 100 μm, for example, would change the
effective image distance from sqrtð10002 þ 1052Þ
to sqrtð10002 þ 1002Þ or 1005.5 to 1005:0 μm. This
0:5 μm effective image shift over a 5 μm separation
yields only 5:7° of field tilt, which corresponds ap-
proximately to the AOI on themask but is off bymore
than a factor of 2 compared to the true image-plane
tilt as determined by the model.

Next we consider the actual aberration magni-
tudes across the field. The resulting fringe Zernike
magnitudes in waves are shown in Table 2. As ex-
pected from the results above, the primary field-
dependent aberrations are defocus and astigmatism.
The maximum individual fringe Zernike magnitudes
are approximately λ=20. Coma and spherical error re-
main well below λ=75 across the field of view.

The above results assume an effective 4 × NA of
0.25. The impact of increasing NA on aberrations
is illustrated in Fig. 4, which shows a plot of the as-
tigmatism and comamagnitude as a function of effec-
tive NA at image-plane field location (0, 4 μm). It is
evident that the increasing aberrations at the off-
axis field point lead to a reduced field size. This effect
is quantified in Fig. 5, which shows the equivalent
astigmatism magnitude field radius as a function
of effective NA. Astigmatism was chosen because it
is the dominant aberration. We note, however, that
the dominance of the astigmatism does decrease as
the NA is increased because coma increases faster
as a function of NA than does astigmatism (Fig. 4).
Nevertheless, even at an effective 4 × NA of 0.75,
the astigmatism magnitude at the edge of the field
is nearly twice as large as the coma. Increasing
the effective NA from 0.25 to 0.75 yields an equiva-
lent aberration field width reduction of nearly 10×.

5. Effect of Focal Length

The results above show that, for an astigmatism lim-
it of approximately λ=20, the maximum field radius
is limited to approximately 4 μm. Given a zoneplate
radius of 62:5 μm, this corresponds to a relative field
radius of 6.4%. This metric raises the question of the

Table 1. Modeled System Parameters

Object (CCD to zoneplate) distance (mm) 680
Image (zoneplate to mask) distance (mm) 1
Image-side numerical aperture 0.0625
Wavelength (nm) 13.5
Zoneplate carrier frequency (μm−1) 7.743
Angle of incidence on image plane (°) 6

Fig. 2. (Color online) (a) y–z plane view of zoneplate/image-plane
(mask) region of the optical model showing three field points: one
on axis and the other two at �4 μm in y at the image plane.
(b) Zoomed in y–z plane view of image region showing that the
off-axis zoneplate suffers from a tilted image plane in the y direc-
tion. (c) x–z plane view of image region showing no evidence of field
tilt along the x axis.
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impact of focal length. For example, does the absolute
field size shrink as the focal length and, thus, the
zoneplate radius are decreased? Table 3 shows the
fringe Zernike magnitudes in waves for essentially
the same system studied above, but with the focal
length reduced to 0:5mm. The NA, AOI, and object
distance are kept fixed. Given the fixed object dis-
tance, the magnification is increased to 1360. The
aberrations are reported at the off-axis field point
of (0:4 μm, 0:4 μm) in the image plane, which corre-
sponds to (5:44mm, 5:44mm) in the object plane.
Table 3 shows that the absolute field size is nearly
independent of focal length; thus, for the 0:5mm focal
length case, the relative field size increases to
12.8%. Repeating these simulations with the object
distance decreased to 340mm, thereby bring the

magnification back to 680, yields essentially identi-
cal results, showing that the results are also indepen-
dent of magnification.

6. Minimizing Field Tilt

Next we ask the question of whether or not the field
tilt can be minimized. The obvious solution would be
to tilt the image plane, yet the image plane in our
model is the surface of the mask sample we wish to
study, and we require an AOI of 6° on the mask to

Fig. 3. (Color online) Through-focus spot diagrams for five field points. The field positions are in object space and, thus, are 680 times
larger than the corresponding image (mask) plane offsets. Spot diagram dimensions are in micrometers.

Table 2. Cross-Field Aberrations for Baseline Configurationa

Field Point at Mask (x, y)

Zernike # 0, 0 0, 4 μm 0, −4 μm 4 μm, 0 −4 μm, 0

3 (defocus) 0.0000 −0:0542 0.0563 0.0011 0.0011
4 (0° astig.) 0.0011 0.0548 −0:0547 0.0021 0.0021
5 (45° astig.) 0.0000 0.0000 0.0000 −0:0551 0.0551
6 (x coma) 0.0000 0.0000 0.0000 0.0104 −0:0104
7 (y coma) 0.0008 0.0108 −0:0092 0.0008 0.0008
8 (spherical) −0:0001 0.0000 −0:0002 −0:0001 −0:0001

aCorresponding spot diagrams are shown in Fig. 3.

Fig. 4. (Color online) Plot of astigmatism and coma magnitude
in waves at image-plane field point (0, 4 μm) as a function of
effective NA.

10 July 2011 / Vol. 50, No. 20 / APPLIED OPTICS 3681



emulate the illumination of a mask in a stepper.
Thus, we cannot implement any correction there.
Given the extremely large magnification of the sys-
tem, it is also not possible to implement a correction
by tilting the CCD (object plane in our model). This
leaves only the zoneplate itself; however, with the
zoneplate being in a conjugate plane, tilting it would
not have the desired effect. Nevertheless, we still
consider the case of the zoneplate tilted to be perpen-
dicular to the image-side chief ray. Figure 6 shows
the resulting through-focus spot diagrams (2 μm fo-
cus steps) as a function of field position, and Table 4

lists the computed aberrations. Although the field
tilt has been mitigated (reduced by a factor of 2 based
on the Zernike defocus term), wavefront performance
suffers significantly with very large astigmatism and
coma values: this is also evident in the spot dia-
grams. Given that the zoneplate was designed based
on an untilted geometry, these results should come as
no surprise.

Extending the Fourier transform holography ana-
logy discussed above, it can be shown that modifica-
tion of the field tilt could also be achieved with a
lateral offset in the zoneplate plane (Fourier trans-
form theory tells us that a lateral shift in one domain
yields linear phase in the conjugate domain). In this

Fig. 5. (Color online) Plot of equivalent astigmatism magnitude
field radius as a function of effective NA.

Table 3. Zernike Aberrations at Off-Axis Image-Plane Field
Point (0 μm, 4 μm) for Two Different Focal Length Zoneplate

Systems with the Same NA, AOI, and Object Distancea

Focal length (mm)

Zernike # 1 0.5

3 (defocus) −0:0531 −0:0510
4 (0° astig.) 0.0559 0.0552
5 (45° astig.) −0:0530 −0:0509
6 (x coma) 0.0104 0.0104
7 (y coma) 0.0108 0.0103
8 (spherical) 0.0000 0.0000

aNote that nearly identical results are obtained when the mag-
nification instead of the object distance is kept fixed.

Fig. 6. (Color online) Cross-field through-focus spot diagrams for a systemwith the zoneplate tilted to be perpendicular to the central field
point chief ray. Spot diagram dimensions are in micrometers.
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system, however, the zoneplate offset is not a free
parameter since it is determined by the required AOI
on the mask. Thus zoneplate offset cannot be used to
reduce the tilt error.

Finally, we reconsider the case where the zone-
plate is tilted perpendicular to the image-side chief
ray, but this time the zoneplate is redesigned expli-
citly to work in a tilted plane. This is achieved by
computing the point source hologram over the
desired tilted plane, which is set to match the AOI
on themask. Figure 7 shows the spot diagram results
and Table 5 the aberrations. This configuration pro-
duces a dramatic reduction in astigmatism, greater
than a factor of 10, and a factor of 2 reduction of
the field tilt. Little change in coma and spherical
aberration magnitude is observed.

7. Experimental Verification of Field Tilt

To verify the modeling results, we compare the pre-
dicted field tilt to themeasured value for the baseline
configuration considered above. Figure 8 shows three
different 3 μm× 30 μm image slices, each taken at a
different focus. Slice B is the nominal focus image
and slices A and C are negative and positive 2:4 μm
defocus images, respectively. The slices are oriented
such that the long dimension lies in the direction of
the field tilt. As the focus setting is changed from
−2:4 to 2:4 μm, we see the optimal focus location in
the image slices moves from the top to the bottom.
From this data we can also directly extract the field
tilt, which we find to be 12:4°� 0:6°, which matches
the modeled value of 12:2° to within the 3-sigma
measurement uncertainty.

Fig. 7. (Color online) Cross-field through-focus spot diagrams for a systemwith the zoneplate tilted to be perpendicular to the central field
point chief ray and explicitly designed to work in titled plane. Spot diagram dimensions are in micrometers.

Table 5. Cross-Field Aberrations for a Baseline Zoneplate, Tilted into
the Plane Perpendicular to the Central Field Point Chief Ray and

Designed to Work in the Tilted Planea

Field Point at Mask (x, y)

Zernike # 0, 0 0, 4 μm 0, −4 μm 4 μm, 0 −4 μm, 0

3 (defocus) 0.0000 −0:0262 0.0283 0.0011 0.0011
4 (0° astig.) −0:0022 −0:0036 −0:0029 −0:0012 −0:0012
5 (45° astig.) 0.0000 0.0000 0.0000 0.0007 −0:0007
6 (x coma) 0.0000 0.0000 0.0000 0.0106 −0:0106
7 (y coma) 0.0030 0.0137 −0:0076 0.0030 0.0030
8 (spherical) −0:0002 −0:0002 −0:0002 −0:0002 −0:0002

aCorresponding spot diagrams are shown in Fig. 7.

Table 4. Cross-Field Aberrations for Baseline Zoneplate Tilted into
the Plane Perpendicular to the Central Field Point Chief Raya

Field Point at Mask (x, y)

Zernike # 0, 0 0, 4 μm 0, −4 μm 4 μm, 0 −4 μm, 0

3 (defocus) 0.0000 −0:0266 0.0287 0.0011 0.0011
4 (0° astig.) 0.7230 0.7225 0.7215 0.7241 0.7241
5 (45° astig.) 0.0000 0.0000 0.0000 0.0004 −0:0004
6 (x coma) 0.0000 0.0000 0.0000 0.0105 −0:0105
7 (y coma) 0.2764 0.2871 0.2656 0.2764 0.2764
8 (spherical) 0.0002 0.0003 0.0002 0.0002 0.0002
aCorresponding spot diagrams are shown in Fig. 6.
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8. Summary

A modeling methodology for zoneplate microscopes
has been presented and used to analyze the theo-
retical performance of an EUV mask inspection
microscope. The results show that superior perfor-
mance can be achieved by redesigning the zoneplate
to work in a tilted plane, perpendicular to the chief
ray at the center of the field. Doing so yields a greater
than 10× reduction in astigmatism error across the
field and 2× reduction in field tilt with little impact
on coma and spherical aberration.

This work was performed at Lawrence Berkeley
National Laboratory and supported by SEMATECH
through the U. S. Department of Energy (DOE) under
Contract No. DE-AC02-05CH11231.
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Fig. 8. (Color online) Three different 3 μm× 30 μm image slices
each taken at a different focus. Slice B is the nominal focus image
and slices A and C are negative and positive 2:4 μm defocus
images, respectively. The slices are oriented such that the long
dimension lies in the direction of the field tilt.
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